Evaluation of Cartesian coordinates and radiation doses in points determined with stereo x-ray techniques.
A Fortran computer program STEV (stereo evaluation) is described. The principles of the stereo techniques together with the calculation method of the stereo coordinates are given briefly. The determination of the rectangular coordinates from mean stereo coordinates is described. Radiation doses in anatomical points, during intracavitary and interstitial radiation therapy, are calculated, taking into account a statistical evaluation of the measurement errors.